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Abstract

Single oocyte manipulation in microfluidic channels via precisely controlled flow is critical in 

microfluidic-based in vitro fertilization. Such systems can potentially minimize the number of 

transfer steps among containers for rinsing as often performed during conventional in vitro 

fertilization and can standardize protocols by minimizing manual handling steps. To study shape 

deformation of oocytes under shear flow and its subsequent impact on their spindle structure is 

essential for designing microfluidics for in vitro fertilization. Here, we developed a simple yet 

powerful approach to (i) trap a single oocyte and induce its deformation through a constricted 

microfluidic channel, (ii) quantify oocyte deformation in real-time using a conventional 

microscope, and (iii) retrieve the oocyte from the microfluidic device to evaluate changes in their 

spindle structures. We found that oocytes can be significantly deformed under high flow rates, 

e.g., 10 μl/min in a constricted channel with a width and height of 50 and 150 μm, respectively. 

Oocyte spindles can be severely damaged, as shown here by immunocytochemistry staining of the 

microtubules and chromosomes. The present approach can be useful to investigate underlying 

mechanisms of oocyte deformation exposed to well-controlled shear stresses in microfluidic 

channels, which enables a broad range of applications for reproductive medicine.
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1. Introduction

Single cell manipulation enables studying the behavior of individual cells and is widely used 

for in vitro applications,1-3 such as oocyte handlings and transfers that are challenging and 

operator dependent. Single cell manipulation plays an important role in assisted reproductive 

technologies (ART). Intracytoplasmic sperm injection (ICSI) is a widely used ART, during 

which single oocytes are manipulated in vitro, impregnated using intra-cytoplasmic injection 

of carefully selected motile sperm4, 5 and cultured until the production of preimplantation-

stage embryos. Retrieval of gametes, fertilization and embryo culturing stages of this 

procedure, but also conventional in vitro fertilization (IVF), requires several cycles of 

rinsing and manipulation of oocytes for the alteration of media, removal of debris or for 

isolation of individual oocytes. It can induce damage in cytoplasmic structures and can 

cause degeneration of oocytes.6

Microfluidic technologies enable flexible fluid control and medium exchange7, 8 and 

therefore would potentially eliminate the need for frequent transportation of oocytes. There 

have been successful attempts where microfluidic fertilization has been achieved by trapping 

oocytes from pig and mouse in narrow channels with exposure to semen and medium 

flow.9-11 During the process, oocytes are exposed to flow and are held static by channel 

walls against the flow, thus viscous stresses from external flow and mechanical stresses 

from channel walls due to trapping are experienced by oocytes. The continuous exposure of 

oocytes to liquid flow may lead to significant shape deformations as well as spindle damage 

that may lead to failure of oocyte fertilization or normal embryo development. Potential 

effects of shear flow and mechanical restrictions on oocytes in microfluidic channels remain 

to be characterized for rationalization of microfluidic tools for reproductive applications.

To study the deformation of oocytes, it is critical to precisely control the dynamic 

microenvironmental factors around a single oocyte and measure the resulting response of 

oocyte shape and spindle structure. Several microfluidic systems have been developed to 

trap and manipulate single oocytes employing microdrops, microwells, multi-layer channels, 

micro-nozzles for in vitro fertilization.11-15 Confined micro-scale reservoirs were used to 

entrap oocytes and perform force measurements during microinjection.16 However, these 

devices do not allow the study of shape deformation and spindle structure change of oocytes 

under flow. In the present study, we demonstrate a simple microfluidic device for the 

controlled entrapment of oocytes. The microfluidic device allows the exposure of trapped 

oocytes to different flow rates. The shape deformation of oocytes can be imaged using an 

optical microscope and characterized by a shape deformation index. The change in the 

spindle morphology of oocytes during microfluidic manipulations can be detected using 

fluorescence imaging of microtubules and chromosomes.
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2. Materials and methods

Animals and retrieval of oocytes

8–12 weeks old mice of the strain B6D2F1 (Jackson Laboratory, ME, USA) were 

superovulated by intraperitoneal (IP) injection of 5 IU pregnant mare serum gonadotropin 

(PMSG) (Sigma, MO, USA) followed 46–48 hours later by IP injection of 5 IU human 

chorionic gonadotrophin (hCG) (Sigma, MO, USA) under the guidance of Harvard Medical 

School Office of Research Subject Protection (protocol number 04444). PMSG and hCG 

were prepared in phosphate buffered saline (PBS) and 5IU in 200 μL were gently injected 

into the peritoneal cavity of mice. 16–18 hours subsequent to hCG injection, mice were 

sacrificed using CO2 exposure followed by cervical dislocation. The skin of the mouse 

abdomen was cut and reflected back, and the viscera was exposed by dissecting the 

peritoneum. The ovaries and oviducts were located following the tubes connecting to the Y-

shaped uterus. After the fat around the ovaries was removed, the oviducts were excised and 

placed into a Costar® 60mm center well culture dish (Corning, MA, USA) containing pre-

warmed (37 °C) EmbryoMax® FHM 4-(2-Hydroxyethyl)piperazine-1-ethanesulfonic acid 

(HEPES) buffered medium (Millipore Corporation, Billerica, MA, USA) supplemented with 

4.0 mg/mL bovine serum albumin (BSA). By pricking the oviduct ampulla with a 27-gauge 

needle (BD, MA, USA), cumulus-oocyte complexes were released into FHM medium. The 

surrounding cumulus cells were removed by gently washing the cumulus-oocyte complexes 

to 0.3 mg/ml hyaluronidase solution (Irvine Scientific, CA, USA) in FHM medium. 

Cumulus free oocytes with normal morphology were transferred into a center well culture 

dish (Corning, MA, USA) containing 1 ml FHM medium. The dish containing the oocytes 

was placed in an incubator or on Premiere® slide warmer XH-2002 (Microscopes America, 

GA, USA) to keep the temperature at 37 °C before use. The average oocyte size was 

measured from 32 oocytes collected from 12 B6D2F1 mice (Figure S1).

Microfluidic device fabrication

The microfluidic device was fabricated in poly-(dimethylsiloxane) (PDMS) using the 

photolithography techniques previously described in literature.17 Briefly, the channel 

structure was generated using a computer-aided design program, and then was printed onto 

transparencies as a photomask using a commercial service (Fineline imaging, CO, USA). 

Using the photomask, a 150 μm thick layer of SU8 photoresist (Microlitography, MA, USA) 

was spin-coated onto a silicon wafer (University wafer, MA, USA), which served as a 

master for PDMS mold fabrication. To prevent irreversible bonding to PDMS mold surface, 

the surface of the wafer was treated with Trichloro(1H,1H,2H,2H-perfluorooctyl)silane 

(Sigma, MO, USA). A mixture of liquid PDMS prepolymer and curing agent (Daw Corning, 

MI, USA) at a weight ratio of 10:1 was then poured onto the silicon wafer. After being cured 

at 80 °C for 1 hour, the PDMS mold was peeled off and inlets and outlets were formed by a 

1.5 mm puncher (Acuderm, FL, USA). After being exposed to oxygen plasma for 30 s in a 

plasma chamber (Harrick, NY, USA), the PDMS mold and a 50×75 mm glass slide (VWR, 

NY, USA) were bond together at 80 °C for 30 minutes to achieve the final form of the 

microfluidic device. The microfluidic device was parafilmed until use to reduce dust 

contamination. Each device contained 5 microchannels (Figure 1A).
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Trap and deformation of oocytes in a flow channel

The workstation setup for the test of oocyte deformation under flow included a syringe 

pump (Harvard Apparatus PHD, 2000, Holliston, MA) for flow control, a stage for device 

position control and an inverted light microscope for oocyte visualization (Figure S2). The 

microchannel was first filled with phosphate buffered saline (PBS) containing 2% (w/v) 

BSA. Using a micropipette with a 125 μm stripper tip (Origio, VA, USA), a mature oocyte 

was transferred from the center-well dish on the hot plate at 37 °C into the inlet of a 

microchannel. A 1 ml syringe (BD, MA, USA) containing PBS with 2% (w/v) BSA was 

inserted to the channel inlet by tubing with outer diameter of 1.524 mm. The flow rate in the 

microchannel was set to 5–15 μL/min to push the oocyte toward the constricted segment. 

Once the oocyte approached the entrance point of the constricted segment, the flow rate was 

decreased to 1–2 μL/min to trap the oocyte without deformation (Video S1). The 

deformation of the oocyte under various flow rates (e.g. 10 and 20 μL/min) was then 

observed and recorded by a microscope-coupled camera (Carl Zeiss observer D1 model axio 

inverted microscope). The flow was terminated once the oocyte went through the constricted 

segment. The oocyte was then collected from the outlet using a micropipette with a stripper 

tip and was immediately transferred into U-bottom 96 well plate (BD, MA, USA) with 

fixative for further spindle staining.

Spindle staining

The fixation and staining of oocytes were carried out in U-bottom 96 well plates. By using a 

micropipette with a 125 μm stripper tip, oocytes were transferred between different wells 

very gently, as oocytes were very fragile after fixing. Oocytes were first fixed in 4% 

paraformaldehyde (Sigma, MO, USA) in PBS at room temperature for 10–30 minutes. The 

fixed oocytes were washed for 5–10 minutes and were then placed in a blocking solution 

(PBS supplemented with 2% (w/v) BSA, 2% (v/v) normal goat serum, 0.2% (w/v) skim milk 

powder, 100 mmol/L glycine, 0.2% (v/v) Triton-X-100 and 0.2% (w/v) sodium azide)18 for 

one hour at room temperature. The oocytes can be stored in the blocking solution at 4 °C 

until use. For the microtubule staining, oocytes were incubated with monoclonal anti-β-

tubulin antibody produced in mouse (Sigma, MO, USA) diluted 1:50 in the blocking 

solution at 37 °C for one hour. After being washed in the blocking solution for 5–10 

minutes, the oocytes were incubated with Alexa 488–labeled goat anti-mouse IgG 

(Invitrogen, NY, USA) diluted 1:100 in the blocking solution at 37 °C for 40 minutes. For 

DNA staining, the oocytes were incubated with 4',6-diamidino-2-phenylindole (DAPI) 

(Sigma, MO, USA) diluted 1:100 in the blocking solution for 15–30 minutes. To decrease 

background staining, the oocytes were washed in the blocking solution twice (5–10 minutes 

for each). After washing away the remnants, oocytes were mounted in between two slides, 

the inter gap of which was filled with 15 μL anti-fade solution (PBS containing 50% (v/v) 

glycerol and 25 mg/mL sodium azide). The oocytes were immediately imaged after 

mounting to avoid the fading of spindle staining color. Microtubules stained by Alexa and 

chromosomes stained by DAPI were presented in green and blue color, respectively. The 

fluorescent micrographs of oocyte spindles were obtained via an epi-fluoresence microscope 

(Carl Zeiss observer D1 model Axio inverted microscope).
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3. Results and Discussion

We have built a microfluidic device that can trap a single mouse oocyte for studying the 

deformation of single oocyte under a controlled hydrodynamic flow (Figure 1A). The 

microfluidic device consists of five parallel channels each with a length (L) of 20 mm and a 

width (W) of 2 mm allowing loading and flowing of the sample (Figure 1B). A constricted 

segment that has a much smaller width (Wc = 50 μm) than the main channel (W = 2 mm) is 

integrated in the middle of each channel to trap the oocytes (Figure 1 C-D). Oocytes can be 

trapped at the entrance of the constricted segment, the width (Wc) of which is smaller than 

oocyte diameter, by applying a relatively low flow rate, e.g., 1.0 μL/min for a channel with a 

height (Hc) of 100 μm (Video S2). Subsequently, by applying a higher flow rate (e.g., 1.5 

μL/min for Hc of 100 μm) enforcement of the trapped oocyte into the segment can be 

achieved (Video S3). As the average diameter of B6D2F1 (commonly referred to black-6) 

mouse oocyte is about 100 μm19 (Figure S1) and the width of the constricted segment is 

only 50 μm, oocytes can be significantly deformed while passing through the channel. The 

height of the channel (Hc) is 150 μm, unless stated otherwise, allowing exposure of the 

oocyte to fluids passing through the gap between the trapped oocyte and channel walls.

The degree of the deformation of a single oocyte was quantified by a deformation index (D), 

which is used to characterize shape changes of vesicles or blood cells under flow.20-22 The 

index helps to compare the oocyte shape evolved over time to its initial spherical shape 

(Figure 2A). D values during the deformation of an oocyte can be calculated as:

where Lo is the length and Bo is the width of the deformed oocyte (Figure 2B). When the 

oocyte is not deformed, it is nearly spherical and the value of D therefore is close to zero. 

The time evolution of D during the deformation of a single oocyte is shown in Figure 2C. 

During the penetration of the oocyte into the constricted segment, Lo increases and Bo 

decreases, resulting in an increasing deformation index (Figure 2C). As shown in Figure 
2A-B, the oocyte shows a nearly spherical shape at the entrance of the constricted segment (t 

= 0 s), with a deformation index of D = 0.03. Until t = 15 s, the oocyte is gradually 

elongated in the direction of the flow and is deformed to a non-spherical shape, with D 

increasing to 0.11 (Figure 2C). From t = 15 s to t = 21 s, the oocyte is rapidly elongated 

until it is entirely in the constricted segment and gets significantly deformed, with D rapidly 

increasing to 0.43 (Figure 2C).

To correlate the magnitude of hydrodynamic pressure to the deformation of an oocyte, we 

expose trapped oocytes to two different flow rates: 10 and 20 μL/min. The deformation 

index of oocytes under different flow rates are demonstrated in Figure 3. Under both flow 

conditions, the oocytes are deformed (Figure 3A–B) and the increase of D shows similar 

increasing tendency (Figure 3C) as in Figure 2C. The time required by the oocyte to pass 

through the constricted segment (Δt) from the time of entry until the exit of the oocyte from 

the segment significantly decreases with increasing flow rate (Figure 3C). There is a lag 
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time starting from the time when the flow pump is activated until the entry of the oocyte into 

the constricted segment. During this time, the oocyte shows no significant deformation 

(Videos S4 and S5). Thus, we have sub-categorized the time Δt into two durations: (i) Δt1 

representing the time period until the entry of oocyte into the constricted segment and (ii) 

Δt2 representing the time period from the beginning of oocyte deformation until the exit of 

the oocyte from the constricted segment. As the flow rate increases by two folds from 10 to 

20 μL/min, Δt1 decreases from 22.2 to 3.0 s and Δt2 decreases from 10.1 to 5.4 s (Figure 
3D). The speed of deformation of the trapped oocyte significantly increases with increasing 

flow rate in the microchannel. This higher flow rate leads to a higher hydrodynamic pressure 

on the oocyte.23, 24 It is noteworthy that, compared with the condition of Hc = 150 μm, the 

oocyte can go through the channel constriction with Hc = 100 μm at much lower flow rate 

(i.e., 1.5 μL/min). Besides, the time period of the oocyte deforming process Δt2 = 15.9 s at 

Hc = 100 μm and flow rate of 1.5 μL/min is much longer than that at larger channel height of 

Hc = 150 μm for both flow rates of 10 and 20 μL/min. Nevertheless, at the two different 

channel heights of 100 μm and 150 μm, the deformation degree of oocytes showed similar 

increasing tendency with time and the maximum value of oocyte deformation were close, 

i.e., D = 0.43 at Hc = 100 μm and D = 0.42 at Hc = 150 μm. Previous studies on mechanical 

behavior of oocytes focus on oocytes under no-flow conditions using microinjector,16, 25, 26 

while it is hard to use microinjector for studying mechanical behavior of oocytes under flow 

conditions. Here, we demonstrated a simple platform that can be used to study the flow 

effects on a single oocyte during external shear flow, which can be helpful for manipulating 

oocytes in microfluidic flow.

We further analyzed the change in the spindle morphology of oocytes to evaluate the 

potential spindle damage due to the hydrodynamic flow. We recovered the oocytes from the 

outlet of microfluidic channels and stained the microtubules and chromosomes (Figure 4). 

Spindles of oocytes which have passed through the channels have been compared to spindles 

of freshly retrieved healthy oocytes (Figure 4A–F). In fresh oocytes, microtubules (green) 

are organized into a barrel shape and chromosomes (blue) are arranged into a compact plane 

in the middle of the microtubule assembly (Figure 4A). Temperature is an essential factor 

that affects the integrity of the spindle during in vitro manipulation of oocytes.27-29 The 

optimum temperature for handling and culturing of oocytes is 37 °C. We performed our 

microscopy experiments at room temperature (~25 °C) for time periods less than 30 

minutes. We considered the possible influence of this temperature drop in spindle structure 

and created a secondary control group using freshly retrieved healthy oocytes incubated at 

room temperature for 30 minutes. Spindles of these oocytes exhibit normal structure (Figure 
4G–L), which is similar to that in fresh oocytes (Figure 4A–F). Therefore a possible 

destruction of spindle by a change in the ambient temperature is not observed. The oocytes 

that have passed through the constricted segment in the channel exhibit both undisturbed 

(Figure 4M–R) and damaged (Figure 4S–X) spindle structures. The chromosomes of 

damaged spindles are broken into several parts and dislocated from the middle plane of the 

spindle (Figures 4S–U and W), or are not collectively arranged into a compact plane at the 

center of the spindle (Figure 4V). The shape of the spindle can be deformed from a 

symmetric barrel-shape to various asymmetric shapes (Figures 4T–U and W–X). The 

percentage of oocytes with normal spindle structure (Figure 4A–L) is 80% and 83.9% for 
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two control groups, i.e., fresh oocytes (N = 35) and oocytes incubated at room temperature 

for 30 minutes (N = 31), respectively (Figure S3). The percentage of oocytes (N = 34) with 

normal spindle structure collected from the microfluidic device is 41.2% (Figure 3M-R). 5 

in 10 oocytes exposed to flow condition of 10 μL/min still have normal spindle structure, 

and the ratio is 3/7 for 20 μL/min. In the present study, the spindle damage is mainly due to 

the flow-induced significant deformation of the oocyte going through the channel 

constriction. The maximum deformation of oocytes at the two flow rates of 10 and 20 

μL/min are similar (Figure 3), thus the percentage of oocytes with normal spindle at both the 

two flow rates is much lower than the two control groups. In the future work, the impact of 

shear stresses on spindle organization of oocytes without significant deformation can be 

studied by using the present microfluidic channel design with larger channel height. In this 

study, we observed abnormal spindle morphologies induced by the deformation of the 

oocyte. Although some literature studied the mechanical damage on oocytes by focusing 

particularly on microinjection to guide intra-cytoplasmic sperm injection technique,30, 31 we 

presented the damage on oocytes under flow with wall interactions through a constricted 

segment, which can be potentially useful for the development of microfluidic-based in vitro 

fertilization techniques and for establishing design parameters for oocyte manipulation.

It is demonstrated in this study that single oocytes exhibit significant deformation in the 

constricted microfluidic channel under the push of the flow. The oocyte cytoskeleton 

composed of a network of fibers in the cytoplasm connects the oocyte membrane and the 

spindle together, hence large deformation of the oocyte can easily induce abnormal 

structures of the spindle. During ICSI, techniques (e.g., use of cytochalasin B) has often 

been used to relax the cytoskeleton and enhance the flexibility of oocytes,32, 33 which can 

increase the successful rate of in vitro fertilization. Thus, it is interesting to study the impact 

of shear flows on the spindle organization of cytochalasin B treated oocytes in the future 

work. Besides, it should be noted that during ICSI, conventional IVF and microfluidics-

based IVF the oocytes may not undergo shape deformation at the level demonstrated in this 

study, though they are usually exposed to shear flows. Thus, there is still an unmet need in 

studying the influence of constant flow on the spindle organization while maintaining the 

oocytes nearly spherical to fully understand the impact of oocyte manipulation, e.g., 

washing or transferring of oocytes into fresh medium during IVF and stabilization of an 

oocyte using micropipette during ICSI. The simple design of the microfluidic channel can be 

useful in these future studies due to its ability of trapping single oocyte and applying shear 

flow on the oocyte.

This work reports the deformation of a single oocyte under microfluidic flow condition by 

developing a simple microfluidic device with a constricted segment narrowed in the channel 

width direction. It is noteworthy that a channel integrating a constricted segment narrowed 

in the channel height direction was used to trap the oocyte for fertilization.9 However, it is 

hard to observe the deformation of a trapped oocyte in the aforementioned channel structure 

using a conventional microscope, as the major distortion occurs in the channel height 

direction. The simple microfluidic device presented in this study can be further developed 

for mechanical characterization of single oocytes by measuring the hydrodynamic pressure 

differences, which is similar in operating principles to a microfluidic system for evaluating 
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red blood cell deformability.34 Besides, this microfluidic device can be used to study spindle 

damage in other cell types by changing the size of the constricted segment to be smaller than 

the size of target cells.

4. Conclusion

We developed a single oocyte trapping microfluidic device that is capable of studying the 

deformation of single oocytes induced by hydrodynamic pressure and mechanical 

restriction. A microchannel with a constricted segment enables to observe the deformation 

of a single oocyte trapped at the entrance of the constricted segment. The device can be 

coupled to a conventional light microscope to observe the deformation of oocytes. The 

microfluidic device allows the retrieval of oocytes after flow, hence, the structure and 

function of internal components, for example spindle, can be labeled and evaluated. The 

microfluidic device can be used in future studies such that the impact of several other 

characteristic parameters during single oocyte manipulation such as tension of cortex, 

hardening of zona pellicuda can be thoroughly investigated.

Supplementary Material

Refer to Web version on PubMed Central for supplementary material.
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Figure 1. Microfluidic device and microchannels used in this study
(A) Photograph of a Microfluidic device. The micro-fabricated PDMS device with five 

microchannels was bound to a glass slide to form closed chambers. The bright circles (inlets 

and outlets) indicate the location of the microchannels within PDMS. (B) Schematic 

illustrating the geometry of the microchannel with a constricted segment used to trap a 

single oocyte. The width and height of the constricted segment of the channel are denoted by 

W = 50 μm and H = 150 μm. (C) Microscope image of the constricted segment of the 

channel. (D) An oocyte is trapped at the entrance of the channel constriction. Oocyte 

trapping is showed in Video S1.
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Figure 2. Characterization of oocyte deformation in the microfluidic channel
(A) Time sequence of video images of an oocyte deformed in the channel with a constricted 

segment of W = 50 μm and H = 100 μm. The flow rate was 1.5 μL/min. (B) Schematic of the 

length Lo and the width Bo of the deformed oocyte. (C) Time evolution of Lo and Bo, and a 

dimensionless parameter (deformation index D) defined as D = Lo − Bo / Lo + Bo. The 

increase in D with time demonstrates the increase in the degree of deformation of the oocyte 

presented in (A). The scale bar in (A) is 100 μm.
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Figure 3. Transient deformation of trapped oocytes under different flow rates
(A) and (B) are time sequence images of oocytes deformed in a constricted channel with W 

= 50 μm and H = 150 μm. The flow rate is (A) 10 μL/min and (B) 20 μL/min. The scale bar 

is 100 μm. (C) Time evolution of the deformation index D. (D) The time period Δt1 between 

the starting of the flow pump and the beginning of oocyte deformation and the time period 

Δt2 between the beginning of oocyte deformation and the going-through of the oocyte.
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Figure 4. Fluorescence microscopy images showing changes in spindle structure (green) 
andchromosomal alignment (blue) in oocytes
(A–F) Normal spindle structure in fresh oocytes as a control. (G–L) Normal spindle 

structure in fresh oocytes incubated at room temperature for 30 minutes as another control to 

eliminate the effect of temperature on the spindle. (M–X) Oocytes collected from the 

microfluidic device that went through the channel constriction. (M–R) are oocytes with 

normal spindles and (S–X) are oocytes with abnormal or damaged spindle structures. The 

scale bar is 20 μm.
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